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Introduction

Thank you for choosing the Vibe-130.

Vibe-130 allows you to weigh polished diamonds and measure the diameter quickly and efficiently.

Notice

• Please read the user guide before operating the Vibe-130, in order to

avoid inaccurate weight and diameter results, or damage to the device.

Cautions

1. Do not drop the Vibe-130 or apply excessive force to it.

2. Do not subject the Vibe-130 to extreme temperatures.

3. Do not expose the device to sunlight, moisture, or dust.

4. Do not dismantle the Vibe-130.

5. Clean only the exterior with a dry cloth and only when the device is powered off.
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General description: Back and Side
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Remove the Vibe-130 and all accessories from the packing box. Make sure

that the Vibe-130 has been packed with the following items:

Using the Vibe-130 for the first time

Unpacking
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VIBE-130

CARRYING

CASE

USER GUIDE CD

CHARGER

Note:

• The appearance of the charger plug may differ according to your country's specifications



Using the Vibe-130 for the first time

Charging the battery

Before you use the Vibe-130 for the first time, make sure you charge the battery for 4 hours.

To charge the battery, insert the charger DC output plug into the charging socket at the top of the

device.

8

When charging is done, the display of moving squares will turn green.



Using the Vibe-130 for the first time

Activation and Deactivation

Press                  to activate the vibe.

Press                  for 2 seconds to turn it off.
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Configuring the Vibe-130

Entering the configuration menu

Configuration of the Vibe-130 can be done in two ways: using the Vibe-130 configuration, or by remote

configuration using a PC software called "Vibe Manager" that connects by Bluetooth to the device. For

remote configuration see the Vibe Manager user guide.

From the main screen press                to enter the configuration menu.

Adjusting the OLED brightness

1. The “BRIGHTNESS” is the first parameter displayed.

2.Change the brightness by pressing

3.Go to the next parameter by pressing
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Configuring the Vibe-130

To adjust the auto turn off time:

1. After entering the configuration menu, press                 until you

reach the "AUTO TURN OFF" screen.

2. Change the shutdown time by pressing

3. Go to the next parameter by pressing

Adjusting time & date

1. After entering the configuration menu, press                 until

   you reach the “TIME & DATE” screen.

2. Press                 to start changing the various fields and

    to jump from one field to another. When none of the fields

    flashes the setting is done.

3.Go to the next parameter by pressing
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Auto power off function

When none of the buttons have been pressed for a pre-configured amount of time, the Vibe-130

automatically shuts off, to save battery life.

The Vibe-130 records the date and time of each measurement.

For accurate records, set the correct date and time when you start using

 the Vibe-130.



Configuring the Vibe-130

This function allows transmitting the measured results to the computer automatically

by Bluetooth.

1. After entering the configuration menu, press                 until you

reach the "BLUETOOTH" screen.

2. Press                to enable or disable the function.

Exiting the configuration menu

When you exit the configuration menu, all the changes you have

made will be saved.

Bluetooth function

3.Press                  to exit the configuration menu.
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Configuring the Vibe-130

Measuring mode:

You can set the measuring mode by pressing                 from the main screen.

Each time you press                changes the mode to the next of 3 options:

Weight & Diameter

Bluetooth enabling and disabling

You can enable and disable the Bluetooth by pressing                 for a few

seconds. When it is enabled the bluetooth symbol will be displayed.

Blue symbol shows that the device is connected. Grey shows that the device

is not connected. (refer to the vibe manager).

Configuration shortcuts

Only Weight Only Diameter
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Measuring diamonds with the Vibe-130

Working environment and general recommendations

To make sure you get the most accurate results possible from the Vibe-130, you have to work on a flat,

hard and leveled surface.

It is easier to operate the Vibe-130 while sitting down comfortably.

Strictly follow the directions below and you will get excellent accuracy!

Measuring the weight and diameter of a diamond

1. Place the diamonds you want to measure with their table down on the flat surface.
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Measuring diamonds with the Vibe-130

2.Hold the Vibe-130 vertically leveled. You can use the digital level on the top right corner of the screen

or the white and red LED near the bottom of the Vibe-130 for indication. A red LED or “out of balance”

level indicates unleveled device. Make sure you keep the Vibe-130 leveled throughout the measuring

process.
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Measuring diamonds with the Vibe-130

3. Make sure the tweezers are touching nothing and pull the trigger on the back of the Vibe-130 to

initiate a measuring process.
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Measuring diamonds with the Vibe-130

4. After the tweezers have opened, position the arms at the sides of the diamond, make sure both

are touching the surface and release the trigger. The tweezers arms should close on the

diamond's girdle.
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Measuring diamonds with the Vibe-130

5.Immediately after the arms close on the girdle, lift the Vibe-130 up.

6.The measured weight and/or diameter (according to the measuring mode you're in) result should

instantly be displayed on the screen.
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Measuring diamonds with the Vibe-130

7.To release the measured diamond, pull the trigger until the arms open and the diamond is released.

The result will stay displayed until you begin a new measuring process.

8.For continuous weighing you have to let the tweezers arms re-close (by releasing the trigger)

before you begin the next weighing process.
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Measuring diamonds with the Vibe-130

9.For continuous diameter measuring you can immediately re-close the arms on the next diamond.

This function enables very fast measuring of diameters.

10.For accurate weight results of fancy shapes diamonds - catch the diamond on the smaller diameter

and make sure you don’t close the tweezers on any of the tips.
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11.When not in use, the Vibe-130 can be placed

on its side. To save battery life, the Vibe display

shows “sleep mode”.

12.Measured results are saved to the Vibe-130 flash memory.

The results can be transferred and reviewed using the Vibe Manager. The 4,000 most recent

measured results are saved.
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Troubleshooting

Problem

Vibe-130 does not turn on.
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Possible Causes Solution

Low battery. Charge the battery.

Turn on the Vibe-130.

Vibe-130 is operating

irregularly.
Unresolved analysis. Push the reset button on the top,

to shut down the Vibe-130 then,
turn it on again.

Error message:  “Vibration

Interfered Retry”

The weight result is not displayed.

The tweezers arms were

touching something during

the weighing process.

Restart the weighing
process.*
Press the trigger to
restart.

Error message:

“Time Out Retry”

Weight and / or Diameter

result is not displayed

The tweezers arms were

held open for too long

before measurement

Restart the weighing
process.
Press the trigger to
restart. *

Error message:

“Release stone”
Vibe went into sleep mode

while holding a stone.

Release the stone.

Weight result is

displayed in red.
Stone exceeds the limits of

the tweezers for accurate

measurements. Weight

measurements up to 2.5 carats

will be displayed but the

accuracy is reduced.

Vibe-130 should only be used
for measuring weight of
diamonds up to 1.5 carats.



Troubleshooting

Problem

Error message:

“Out of Range”

Weight result is not displayed.

Possible Causes Solution

Stone exceeds the limits of

the Vibe weight range

(above 2.5 carats).

Vibe-130 should only be used
for measuring weight of
diamonds up to 1.5 carats.

Error message:

“Restart Cycle”

 Weight and/ or Diameter result

is not displayed.

The tweezers arms were not

allowed to close fully

between measurements.

Restart the weighing process.
Press trigger to restart.*

* If problem persists, consult a qualified technician.
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Specifications

Product Name: Vibe-130

    Accuracy:

        Weight: +/- (0.0005 - 0.002) ct

        Diameter: +/- 0.05mm

    Resolution:

        Weight: 0.001ct

        Diameter: 0.01mm

    Weight range: 0.005 – 1.500ct

    Diameter range: 0.5 – 8mm

    Operating modes:

        1.    Weight & Diameter.

        2.    Only Weight.

        3.    Only Diameter.

    Bluetooth compatible.

    Weight:      150gr

    Display:      OLED screen 128X128 pixels with 65535 colors.

    Battery:     rechargeable lithium ion 1000mAh.

    Charger electricity: 110/220Volts 50/60Hz.

    Flash Memory : 4,000 most recent measurements
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